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 Recently X-rays are used in many fields like medicine, industry and so on. Most  applications of X-ray are based on their 
ability to pass through  matters. X-rays that have passed through abody provide a  visual image of its interior structure when 
they strike a photographic plate or a fluorescent  screen. Radiography b X-ray is very effective in medical diagnosis and 
 nondestructive esting of products for defects. 
 In particular, radio diagnostic technologies are widely used in medical fields uch as mammography and CT (computed 
tomography). The image quality and  functions ofthese quipments are getting better rapidly owing to technology development 
such as high quality electron beam. At the same  time, the radiation dose in these quipments approaches to the level that it 
should be monitored and managed  appropriately against biological  hazard. On the other hand, sufficient X-rays dose with 
specified energy spectrum is indispensable to achieve high quality image. 
 Therefore, control and assurance of the X-ray energy  spectrum and the dose or fluence rate of these systems (quality control 
and quality assurance: QA & QC) are getting important more and more. For the purpose, we have to know the energy 
spectrum ofprimary X-ray and its intensity accurately. The information  energy spectrum is more important to apply the 
X-ray radiography tothe advanced analysis using two X-rays with  different spectrum (energy subtraction method etc). 
Generally,  however, the X-ray energy spectrum is  difficult to estimate only by the calculation because oflacks in the model, 
information materials of  target,  filters and so on. Consequently, measurement is indispensable, and measurement should be 
done with good energy resolution because the spectrum consists of sharp eaks of characteristic X-rays and a continuous part 
  In modem radiographic apparatuses like mammography and CT, as mentioned above, the X-ray beams are so intense that 
the direct measurement is impossible b cause oftoo much dead time or pile up, and  furthermore, control of count rate by the 
distance orcollimation is also impossible b cause oflimited space in some devices. 
 To overcome the problem, developed was the Compton spectrometer in which  primary photons are scattered with 
appropriate scatterer to 90-deg direction, and scattered photons are detected with intensity weaker by several decades. In this
technique, the  primary energy spectrum is derived using the Compton differential cross-section andgeometrical  information 
 like solid angle tc.  However, the energy resolution f Compton scattered spectrum is deteriorated mainly due to angular 
spread ofthe scattering angle, multiple scattering and the electron movement i  the sample. It is affected also by the material 
and the shape of the scattering object  Inthe first generation of the Compton spectrometer, th  efficiency was low to apply to 
the practical  measurement Therefore, it is important to study the optimum shape by optimizing the shape of scatterer and 
geometry o achieve the energy resolution a d the efficiency ashigh as possible but have been performed only partially. 
Nowadays, computer simulation can be used as a very  powerful tool to simulate such investigations. It is very worthwhile to 
make optimization of the Compton spectrometer aiming at better resolution a d higher  efficiency. 
 In relation with the  purpose, full characterization of  semiconductor y-ray detector CdTe is also required  because it is best 
suited for medical environment owing to the advantages of compactness, highefficiency  and good energy resolution at room 
 temperature. 
 Further, the measurements of X-ray  spectrum in  CT have been done only in a  stationary mode i.e. the X-ray tube was held 
at one position i the  gantry and not allowed to either rotate or move in the CT plane. For the measurements in operating 
condition, there is only a preliminary  report. To confirm the validity ofthe measurement in one point, and also the reported 
position dependence of X-ray spectrum and dose rate in  CT, development of aCompton spectrometer nabling the 
measurement in operating condition r similar condition will be  required_ 
 The aim of the present thesis to develop a Compton spectrometer which is useful for the nergy  spectrum measurement 
in modern radiographic system with high intensity which enables measurement with high efficiency and good energy 
resolution, a d  further measurement in CTunder operating condition. 
 The chapter one  summarizes the background of the study, the present status ofthe research and the aim  of  the thesis. 
 In Chapter  2,  I summarize th requirements for he Compton spectrometer, th  design ofthe spectrometer,  a  y- ay detector 
suitable to medical  facility, and iscuss about the features of scatterer and  geometry. 
 A  Schottky  CdTe detector was elected for diagnostic X-ray measurements to meet the  requirement that aX-ray detector has 
high energy  resolution. Compactness of the detector is also necessary because of a limited space available in some X-ray units. 
CdTe detectors a e much more compact than Hp-Ge detectors and offer sufficient photon detection efficiency, and to a great 
advantage th y can be used at room temperature. Th refore they can be good candidates for X-ray spectroscopic systems. 
 However, the energy  resolution f the CdTe detectors may be deteriorated by the  charge  carrier t apping effect which reduces 
the photo-peak efficiency and causes a low energy tail  structure in  y-ray peak  area Therefore, improvement of the analysis of
 carrier trapping phenomenon is important d studied in the thesis. 
 Scatterers of low atomic number a e shown to give rise to small contributions f coherently scattered photons. On the 
 other hand, scatterers of high atomic number produce energy broadening due to the Compton profile because the mean 
binding energy increases with the increasing atomic number. Therefore, the materials nd geometry is important forrealize
good compromise of the efficiency and the energy  resolution. 
 In Chapter 3,  Characterization of CdTe and Compton spectrometer has been done. New analysis method isalso proposed 
for carrier t apping effect. 
 The performance of the  Schottky  CdTe detector was evaluated for operating conditions, i.e., bias voltage and shaping time. 
From the detector response for an  241Am source, itwas found that higher full energy absorption efficiency and lowest tailing 
are achieved naturally at the highest bias voltage of 200 V and the optimum shaping time is around 2  vsec as a compromise 
between the energy resolution and the pile up effect, although t e dependence is not so strong. In addition, the stability of the 
CdTe detector was confirmed for long  term operation due to polarization around 24 hours for y-ray  spectmm  of241Am. 
 Then the response function of the detector was simulated by the Monte Carlo code as the basis of data nalysis. The 
charge  carrier t apping effect in the detector was also studied because the past analysis could not reproduce the  experimental 
results completely.  In the present calculation, the carrier t apping effect was analyzed by newly taking account of the effect 
of non-uniform electric field in the detector. The introduction f the non-uniform electric field improved greatly the 
reproducibility of the  calculation in the tail region of the response function for  y-ray spectra. The tailing part of the response 
function ow can be simulated exactly based on the new method. Therefore, this method can be used also for other 
semiconductor detectors in which the carrier t apping effect is more serious. 
 To  confirm the  calailat-  f response function of the Compton spectrometer, Compton scattered photon spectra were 
measured by the Schottky CdTe detector for mono-energetic  primary beams in the range of 10-60 keV obtained by the 
synchrotron light  source at KEK,  Tsukuba Agreement was very good over the incident energy region including the  tail. In 
addition, the primary photon intensity derived from the measured response was in  agreement wi h direct measurements wi h 
an ionization  chamber. Therefore, the applicability of the Compton spectroscopy to obtain the incident photon spectra for 
intense X-ray fields was substantiated. 
 In Chapter 4, the way to obtain good compromise b tween the efficiency and the energy resolution was considered using 
thick scatter of  carbon. For the purpose the  factors which deteriorate the energy resolution were considered. Traditionally, the 
optimal scatterer shape has been considered tobe a cylinder or circular rod (diameter less than 5 mm) lied in a scattering 
chamber ofa Compton spectrometer butthe  efficiency was really low. A sample of cylinder with  cutting angle was proposed 
but no detailed analysis was reported. Here, to find better solution based on the detailed simulation, computer simulation of
Compton scattered photon  spectrum was carried out using the MCNP4C code for different shape of thick  scatterers, and then 
the primary spectra under a clinical operating condition were acquired using the Compton method with the  schottky CdTe 
detector and two appropriate scatterers. 
 A carbon scatter considered was columnar one (2 cm-diam) whose surface iscut at various angle from 15-deg to 75- deg as 
well as cylindrical one (2  cm-diam). The axis of the scatter was set on the axis of the X-ray beam. The simulation provided the 
data of the energy spectrum of scattered photons for each  scatterer
  The results of the  simulation i dicated that the scatterers with  cutting angle of 15-deg and 30-deg, achieve much better 
energy resolution with a little loss of the efficiency compared with the cylindrical sample. It shows the importance of the shape 
and the  geometry. 
  By using the columnar sample and the CdTe detector, measurement of energy spectrum in radiographic machine was  carried 
out with good signal-to-background  ratio.From the results, the  spectrum ofprimary X-ray beam was  reconstructed with 
sufficient energy resolution. Further the dose derived from the reconstructed  spectrum was in agreement with the direct 
measurement with an ionization chamber. It can be concluded that he optimization f the scatterer and geometry is important 
for the Compton scattering measurements, andthick carbon  scatterers can be used effectively toevaluate he  performance of 
radio diagnostic systems with higher efficiency. 
  Chapter 5describes the development of a Compton spectrometer for CT under operating condition. In designing the new 
spectrometer, the following  requirements were imposed in addition to enabling the measurement u der operating condition: 1) 
low backgrounds both for incident and scattered X-rays, 2) good energy resolution, 3)high detection  efficiency toenable the 
measurement in  limited experimental period. Besides, the length of the spectrometer was also limited from the viewpoint of 
mechanical design. 
  The measurement u der operating condition without deteriorating thesignal to background  ratio was realized by introducing 
six collimator pening for the incident photons into the scatterer. Then, the shape of the scatterer was optimized following the 
considerations i  Chap.4, considering the scatterer shape and the geometry relative to the rotating X-ray tube of CT unit and 
detector. The  scatterer should be axially symmetric toaccept X-rays from six collimators  distributed over  2ir solid angle. Then, 
the scatterer shapes are limited to sphere, rod and cone. The sample shape was selected by optimization f the efficiency and 
the energy resolution. For the purpose, the sample was characterized with a volume V, and scattered photon  spectrum was 
simulated to study the energy broadening for the given V. From the point of compromise b tween the efficiency and the 
 energy  resolution, the sample shape was made to be a cone of 355  rnm3. 
 The new Compton spectrometer was applied to obtain incident X-ray spectrum of CT unit under operating condition with a 
good signal-to-background  ratio. The reconstructed spectra from the Compton spectrometer was validated through the 
agreement of exposures derived from the  reconstructed spectrum with that by direct measurement  using an ion chamber. 
Measurement i  center and off center position of gantry indicated difference inthe spectrum and dose. Therefore, it will be 
worthwhile todevelop similar  experiment to obtain more  information in the  X-ray field in  CT. 
 In summary, the present thesis proposed a new means to design the Compton spectrometer o measure intense X-ray 
 spectrum in medical field with good energy resolution and acceptable efficiency by considering the sample shape and 
 geometrical onditions. Further, amethod enabling the measurement of CT X-ray  spectrum  under operating conditionand a 
new method to analyze the carrier trapping effect were  proposed. The method will provide useful tools to develop quality 







































よって、本論文は博士(工 学)の 学位論文 として合格 と認める。
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